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Appendix A 
 

ACTIVITY/
PROJECT
SPECIFIC

PROCEDURE

 

Thermometer Calibration 
Check 

Form Number: 
SP 12-20-1 
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Test Operator | Date:       

Certified Calibrated 
Thermometer: 

Manufacturer: 

      

Model: 

      

Serial No: 

      

Calibration Expiration Date: 

      

Tested Thermometer ID:       

Temperature Range:       

Acceptance Criteria: ± 1 thermometer gradation 

Tested Thermometer 
Calibration Expiration 

Date: 
      

 

 

Certified Calibrated 
Thermometer (°C) 

Tested Thermometer(°C) 

 

            

            

            

            

            

            

            

            

            

            

            

            

            

            

            
 

Notes: 

      

      

      

      

      

      

 


